Migration of an intrauterine contraceptive device into the sigmoid colon.
We present a case of migrating copper-T intrauterine contraceptive device (IUCD) into the bowel wall at the recto-sigmoid junction, and the colonoscopic retrieval of the device. This case introduces the possibility of safe rectal retrieval of migrating IUCD implanted into the bowel wall.